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DEPARTMENT OF HEALTH AND HUMAN SERVICES

-

Food and Drug Administration

[Qocket No. 030-0407] 19/asfq, 4z @R Kifokiss a7
Diagnostic X-Ray Field Size; Revocahon o(% Compllance Policy Gunde

7133.17; Correction

AGENCY: Food and Drug Administration, HHS.

ACTION: Notice; correction.

SUMMARY: The Food and Drug Administration is correcting a notice that
appeared in the Federal Register of October 10, 2002 (67 FR 63108). The
“document revoked the compliance policy guide entitléd “Sec;;"398.ﬁ4,75 o
Minimum X-Ray Field Size for Si)of-Film Operation of Fluoroscopic Systems
with Fixed SID and Without Stepless Adjustment of the Field Size (CPG

7133.17).” The document was pﬁblished with an inadvextent error. This
- document corrects that error. S
FOR FURTHER;INFORMATIO‘N‘,,C,Q.NTA,CT: Joyce Strong, Offib‘e of Poligy (HF-27),

- i0fz0/0> Fur K. ﬁwhus
Food and Drug Administration, 5600 Fishers Lane Rockville, MD 20857, 30!—8’27.70/0

SUPPLEMENTARY INFORMATION: In FR Doc 02—25881 appearmg on page 63108
in the Federal Register of Thursday, October 10, 2002 the followmg correctlon

is made:
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1. On page 63108, in the third column, at the end of the document, the

phrase “Dated: October 1, 2022” is corrected to read “Dated: October 1, 20027,

Dated: ¢ -9/95/0‘}_
October 25, 2002.

Seniok _Associate, ‘
Commissioner for Regulatory Affairs.

[FR Doc. 02-7?777 Filed ?7-?7-02; 8:45 am]
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